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Analysis of the Absorption 
Phenomenon through the Use of 
Finite Element Method
Minerva Robles-Agudo, Martha Patricia Gonzalez-Tejeda, 
Porfirio Esau Martinez-Muñoz and Ignacio Rojas-Rodríguez
Abstract
In this text, a numerical model using the finite element method (FEM) is devel-
oped to describe absorption phenomena using the Beer–Lambert law. Numerical 
results are compared against experimental measurements made on alpha brass, 
characterized by photothermal radiometry (PTR). Results from the numerical 
analysis are in good agreement with the measurements obtained from the radiom-
etry tests. In this technique the material is subjected to a laser heating, producing a 
thermal wave that is captured with a detector by means of the amplitude and phase 
parameters. The analysis of the data obtained from six samples provides informa-
tion about their thermal properties, such as conductivity and diffusivity, which can 
be correlated with structural changes in a material. Results from this research lead 
to the characterization of mechanical properties of metallic materials.
Keywords: light absorption, Beer–Lambert law, photothermal radiometry, finite 
element method
1. Introduction
Applications of materials in the industry depend on their physical–chemical 
properties. Metal and semiconductor materials have had a big relevance for human-
ity development, facilitating the life and making possible technological advances 
still today. The properties and characteristics of metals are taken into account for 
the selection of materials according to the function we will perform.
Copper alloys are materials known for a wide range of applications. Currently 
more than 400 copper alloys are known, among which brass and bronze are dis-
tinguished. It is possible to vary the amounts of copper and zinc in these alloys to 
obtain a variety of brass with different properties [1, 2].
Brass is considered one of the most important copper alloys due to the amount 
of zinc that can be varied considerably, ranging between 5 and 45% by weight. It 
is possible to produce a wide variety of brass alloys with different technological 
properties for various commercial and industrial applications. Among the most 
commonly used brass in engineering areas is high-strength brass, suitable for heavy 
loads, with adequate properties to resist wear and corrosion. Among the main 
advantages of these materials are their mechanical properties by thermal treatment 
and their low cost [3–5].
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In 2010 Ozgowiez et al. [6] analyzed the influence of recrystallization annealing 
temperature on the microstructure and mechanical properties of Cu 30% Zn brass, 
which was subjected to cold deformation with a variable tension in the rolling pro-
cess. The mechanical test showed that the properties of the brass deteriorated and 
the properties of the plastic increased as the recrystallization temperature increased 
within the range of 400–650°C [7].
In 1967 Bailey studied the structure and strength of an alpha brass with 20%w 
Zn, 6%w Ni, and 1.5%w Al. Brass samples were subjected to solution heat treat-
ment (SHT) at 800°C for 2 h followed by quenching with water. Subsequently, the 
samples were thermally treated for 2 h at 300, 400, 500, 600, and 700°C. The best 
mechanical properties were obtained at 500°C PHT temperature [8].
Infrared photothermal radiometry (PTR) is an optical technique used for the 
characterization of metallic materials such as brass, to determine the influence 
of the precipitation heat treatment (PHT) temperature on metallurgical micro-
structure, thermal properties, and microhardness. This technique is based in light 
absorption and consists of a laser beam incident on a sample, which will absorb the 
radiation and emit a thermal wave that is detected by an infrared sensor. The signals 
of thermal wave are translated as amplitude and phase parameters. Compared with 
other characterization techniques, this technique has no destructive properties and 
has the advantage of not having direct contact with the sample to be analyzed.
One of the most important aspects to consider in the PTR is the process of light 
absorption in the material to be analyzed. As trivial as this may sound, absorption 
very often turns out to be the most critical and cumbersome step in laser processing. 
An enormous amount of work has been dedicated to investigating laser absorption 
mechanisms under various circumstances, and a great deal can be learned from this 
work for the benefit of laser-material processing.
Absorption process can be thought of as secondary “source” of energy inside the 
material. While driven by the incident beam, it tends to develop its own dynamics 
and can behave in ways deviating from the laws or ordinary optics. It is this “sec-
ondary” source, rather than the beam emitted by the laser device, which determines 
what happens to the irradiated material [9].
Certain wavelengths of light can be selectively absorbed by a substance or a 
material according to its molecular structure. The absorption of light occurs when 
an incident photon promotes the transition of an electron from a state of lower 
to higher energy. Excited electrons eventually lose this gained energy, and by a 
spontaneous radiation process, they return to their initial state.
The radiation emitted by a molecule, or an atom, after it has absorbed energy 
to place itself in an excited state, is defined as luminescence, depending on the 
nature of the excited state. All spectrophotometric methods are based on two laws 
that combined which are known as Beer–Lambert law. This law states that the light 
absorbed by a semitransparent medium is independent of the intensity of incident 
light, and each successive layer of the medium absorbs an equal fraction of the light 
passing through it. This amount of light can be calculated by Eq. (1), where  I 0 is the 
incident light intensity,  I is the transmitted light intensity, l is the length through 
which the light passes in the spectrophotometer cell, and k is the constant of the 
medium:
  log (  I 0  __I ) = kl (1)
In the absorption spectrometry, the comparison of incident light intensity before 
and after the interaction with a sample can be carried out nowadays, by means of 
different software. In the development of theoretical models, it is possible to include 
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properties of the materials and parameters that describe the process system, such as 
the direction or directions of the incidence of light and wavelength, among others.
Finite element method (FEM) is one of the most practical methods for solving 
engineering problems. This general numerical method is used to approximate solu-
tions of partial differential equations very complicated in the resolution of problems 
that involve a high degree of mathematical and physical–mathematical performance. 
FEM is applied to character geometries and multiphysical behavior, both of material 
properties and of problems where it is generally not possible to obtain any analytical 
solution directly with the use of mathematical expressions. Some of the areas that use 
the finite element method to solve problems are heat transfer, fluid flow, mass trans-
port, distribution of electromagnetic fields, and structural analysis, among others.
FEM allows obtaining an approximate numerical solution on a body, structure, 
or domain (continuous medium). On this domain certain differential equations are 
defined in an integral form that characterizes the physical behavior of the problem, 
dividing it into a high number of non-subdomains intersecting each other called 
“finite elements.” This set of finite elements forms a partition of the domain also 
called discretization. Within each element there are a series of representative points 
called nodes. Two nodes are adjacent if they belong to the same finite element; in 
addition, a node on the edge of a finite element can belong to several elements. The 
set of nodes considering their adjacency relationships is called “mesh.”
Calculations are carried out on this mesh of points called nodes, which serve as 
the basis for the discretization of the domain in finite elements. The creation of the 
mesh is done in a stage prior to the calculations called pre/process and usually with 
special programs called mesh generators. According to these adjacency or connectiv-
ity relations, the value of a set of unknown variables defined in each node and called 
degrees of freedom is related. The set of relations between the values of a given vari-
able between the nodes can be written as a system of linear (or linearized) equations. 
The matrix of the said system of equations is called the system’s stiffness matrix. The 
number of equations of said system is proportional to the number of nodes.
The FEM is widely used due to its generality and the ease of introducing com-
plex calculation domains (in two or three dimensions). In addition, the method 
is easily adaptable to problems of heat transmission, fluid mechanics to calculate 
fields of velocities and pressures (computational fluid mechanics, CFD), or electro-
magnetic field. Given the practical impossibility of finding the analytical solution 
to these problems, often in engineering practice, numerical methods and, in 
particular, finite elements become the only practical alternative to calculation. One 
important property of the method is convergence; if finite element partitions are 
considered successively finer, the calculated numerical solution converges rapidly 
toward the exact solution of the system of equations.
For all the above, the FEM is an excellent method to consider the development 
of theoretical models for the analysis of the phenomenon of the absorption of 
radiation in materials. In this chapter, an analysis of absorption process as result of 
laser-material interactions using Beer–Lambert law is shown. In Section 2.1 a model 
absorption using COMSOL Multiphysics with finite element method in alpha brass 
is described. In Section 3 experimental results of photothermal radiometry tech-
nique applied to alpha brass are shown.
2. Analysis of laser-material interactions using Beer–Lambert law
When a light beam incident upon a semitransparent material, part of the energy 
supplied by it will be absorbed by the material. This process can be described 
through Beer–Lambert law. If we consider monochromatic and collimated light, 
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such as laser light, and we despise losses by reflection and dispersion in the mate-
rial, considering a minimum refraction and scattering, the Beer–Lambert law can 
be written in differential form for the light intensity I as
  ∂ I ___
∂ z
 = α (T) I (2)
where z is the coordinate along the beam direction and  α (T) is the temperature-
dependent absorption coefficient of the material. Because the temperature can vary 
in space and time, we must also solve the next governing partial differential equa-
tion for temperature distribution within the material:
  ρ  C p  ∂ T ___∂ t − ∇ ∙ 
(k ∇ T) = Q = α (T) I (3)
where Q is the heat source term equals the absorbed light. Eqs. (2) and (3) present 
a bidirectionally coupled multiphysics problem that is possible to solve within the core 
architecture of COMSOL Multiphysics program based in the finite element method [10].
2.1 Beer–Lambert law deviations
Beer–Lambert law states that the optical density is directly proportional to the 
concentration of the species they absorb. However, deviations from this law can 
occur due to instrumental and intrinsic causes [11–13]. Among the main deviations 
from Beer–Lambert law are the following:
2.1.1 Light scattering
There are two dispersion phenomena, one depends on the size of the solute particle 
or any suspended material. Biological samples are usually cloudy because macromol-
ecules or other large aggregates scatter light. The optical densities resulting from the 
scattering of light are proportional to  1 / λ 4 (Rayleigh scattering) and can therefore be 
recognized as an absorption background which increases rapidly with the decrease in 
wavelength [14]. The second type of dispersion is known as the Raman scattering. In this 
phenomenon, part of the excitation energy of light is abstracted by vibrational modes 
of the solvent molecules. In the case of water or hydroxyl solvents, the most dominant 
vibrations that absorb this energy are the OH groups, whose vibration energy is observed 
at a wavelength of 3300 cm−1. The Raman signal of the solvents will be observed at a 
wavelength that is 3300 cm−1 less in energy than the excitation wavelength. The wave-
length of the Raman scattering (λRA) can be calculated as λ RA
−1 = λex
−1–0.00033 [15].
2.1.2 Fluorescence
If the optical density of the sample is high and if the absorbing species are 
fluorescent, the emitted light can reach the detector. This process will result in 
derivations of Beer–Lambert law. The effect can be minimized by maintaining the 
distance of the detector from the sample and decreasing the efficiency with which 
the emission fluorescence is collected.
2.2  Use of COMSOL multiphysics to model absorption in alpha  
brass through FEM
COMSOL Multiphysics is a general-purpose simulation software for modeling 
designs, devices, and processes in all fields of engineering, manufacturing, and 
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scientific research. The platform product can be used on its own or expanded 
with functionality from any combination of add-on modules for simulating 
electromagnetic fields, structural mechanics, acoustics, fluid flow, heat transfer, 
and chemical engineering. The add-on modules and LiveLink™ products connect 
seamlessly for a modeling workflow that remains the same regardless of what you 
are modeling.
Engineers and scientists use the COMSOL Multiphysics® software to simulate 
designs, devices, and processes in all fields of engineering, manufacturing, and 
scientific research. This simulation platform encompasses all of the steps in the 
modeling workflow—from defining geometries, material properties, and the 
physics that describe specific phenomena to solving and postprocessing models for 
producing accurate and trustworthy results [16].
In this section a simple model in COMSOL developed for the analysis of laser 
light absorption in alpha brass samples is described. The geometry of the prob-
lem is described using a concentric double cylinder, where the external cylinder 
represents the sample being heated, with a diameter of 40 mm, while the diam-
eter of the internal cylinder represents the diameter of the laser beam, with a 
diameter of 10 mm, as shown in Figure 1. According to the geometry defined in 
the problem, a collimated beam with a constant intensity distribution is consid-
ered, in which the effects of divergence are neglected. In the general analysis, 
the domain is divided into two volumes, which are equivalent to the two cylin-
ders. These volumes represent the same material, but only Beer–Lambert law 
is resolved in the internal domain (internal cylinder), which is the only region 
in which the material is heated by the laser beam. To implement Beer–Lambert 
law, it starts by adding the PDE interface with the dependent variables and unit 
settings.
The equation itself is implemented via the general form PDE interface. Aside from 
the source term,  f , all terms within the equation are set to zero; thus, the equation 
being solved is  f = 0. The source term is set to Iz-(50[1/m]*(1 + (T-300[K])/40[K]))*I, 
where the partial derivative of light intensity with respect to the z-direction is Iz, and 
the absorption coefficient is (50[1/m]*(1 + (T-300[K])/40[K])), which introduces 
temperature dependency for illustrative purposes. This one line implements the Beer–
Lambert law for a material with a temperature-dependent absorption coefficient, 
assuming that it will also solve for the temperature field, T, in this model.
Figure 1. 
Definition of the cylindrical geometry, parameters, and initial conditions for the absorption analysis model in 
alpha brass.
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Figure 2. 
Propagation of heat in the alpha brass material, (a) surface profile and (b) penetration profile.
Since this equation is linear and stationary, the initial values do not affect the 
solution for the intensity variable. The zero-flux boundary condition is the natural 
boundary condition and does not impose a constraint or loading term. It is appro-
priate on most faces, with the exception of the illuminated face. We will assume 
that the incident laser light intensity follows a Gaussian distribution with respect 
to distance from the origin. At the origin, and immediately above the material, 
the incident intensity is 0.3 W/mm2. Some of the laser light will be reflected at the 
dielectric interface, so the intensity of light at the surface of the material is reduced 
to 0.95 of the incident intensity. This condition is implemented with a Dirichlet 
boundary condition. At the face opposite to the incident face, the default zero-flux 
boundary condition can be physically interpreted as meaning that any light reach-
ing that boundary will leave the domain.
With these settings described above, the problem of temperature-dependent 
light absorption governed by the Beer–Lambert law has been implemented. It is, 
of course, also necessary to solve for the temperature variation in the material over 
time. In this case thermal conductivity of alpha brass of 93.32 W/m/K is considered, 
with a density of 2000 kg/m3 and a specific heat of 1000 J/kg/K that is initially at 
300 K with a volumetric heat source.
The heat source itself is simply the absorption coefficient times the intensity or, 
equivalently, the derivative of the intensity with respect to the propagation direc-
tion. Most other boundaries can be left at the default thermal insulation, which 
will also be appropriate for implementing the symmetry of the temperature field. 
However, at the illuminated boundary, the temperature will rise significantly, and 
radiative heat loss can occur. This can be modeled with the diffuse surface bound-
ary condition, which takes the ambient temperature of the surroundings and the 
surface emissivity as inputs.
It is worth noting that using the diffuse surface boundary condition implies that the 
object radiates as a gray body. However, the gray body assumption would imply that 
this material is opaque. So how is it possible to use Beer–Lambert law, which is appro-
priate for semitransparent materials? It is possible to solve this apparent discrepancy by 
observing that the absorption capacity of the material is highly dependent on the wave-
length. The depth of penetration is relatively large. However, when the part is heated, 
it is reradiated mainly in the long infrared regime. At long infrared wavelengths, it 
is possible to assume that the depth of penetration is very small and, therefore, the 
assumption that the volume of the material is opaque for radiation is valid.
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It is possible to solve this model either for the steady-state solution or for the 
transient response. In Figure 2 the propagation of heat in the alpha brass material 
is shown. In Figure 3 the changes of temperature as a function of depth along the 
centerline over a time of 40 seconds for six different kinds of alpha brass are shown.
In Figure 4 the mesh used to solve the equations through finite element is 
shown. Although it is not necessary to use a swept mesh in the absorption direction, 
applying this feature provides a smoot solution for the light intensity with relatively 
fewer elements than a tetrahedral mesh. The plot of temperature with respect to 
Figure 3. 
Temperature as a function of depth along the centerline over 40 seconds of time, for six different samples of 
alpha brass.
Figure 4. 
Creation of the mesh for the calculation of the heat distribution in alpha brass by means of the finite element 
method.
Modern Spectroscopic Techniques and Applications
8
depth at the centerline illustrates the effect of the varying absorption coefficient 
due to its increase.
3.  Experimental methods to characterize Kunial alpha brass  
through thermal treatments
The Kunial alpha brass is a copper-zinc alloy plus nickel and corresponds 
to an alpha brass with chemical composition of 20% Znw, 6% Niw, 1.5% Alw, 
and the balance Cu. Six samples were characterized; one of them with solution 
heat treatment (SHT), as reference. Where SHT is the heating of an alloy to a 
temperature at which a particular constituent will enter into solid solution fol-
lowed by cooling at a rate fast enough to prevent the dissolved constituent from 
precipitating. The other five samples were treated at different precipitation heat 
treatment (PHT) temperatures, as shown in Table 1. The thermal treatment by 
precipitation involves the addition of impurity particles to increase the strength 
of a material. PHT Samples were metallographically prepared with 240, 320, 
400, 600, and 1000 grit sandpapers. Then, specimens were polished with 0.3 μm 
alumina and etched with 2 g of K2Cr2O7, 8 ml of H2SO4, 4 ml of NaCl saturated 
solution, and 100 ml of distilled H2O.
To measure the hardness of the materials, 16 indentations were practiced on 
each polished brass sample, according to ASTM E92. One Leco Model LM300AT 
Vickers microhardness tester at 100 g load, according to ASTM-E70, was used 
[17]. The reported Vickers microhardness is shown in Table 1. Thermal dif-
fusivity, conductivity, and heat capacity results of Kunial brass are shown in 
Table 1.
3.1 Thermal diffusivity
An open photoacoustic cell (OPC) was used to analyze the thermal diffusivity 
of samples [5]. Thicknesses and characteristics of samples are described in Table 1. 
In experimental setup the samples were placed on top of electret microphone, 
where a laser (450 nm wavelength) modulated was focused onto the sample surface. 
Frequency modulation range from 15 to 400 Hz was used. Photoacoustic technique 
was used to observe amplitude and phase signal behaviors in the sample [18, 19]. A 
thermal diffusion model was used to calculate the pressure at the photoacoustic gas 
Sample PHT 
temperature 
°C
Thickness 
(μm)
Vickers 
microhardness
[8]
α
(cm2/s)
ρC
(J/m3-K)
k
(W/m-K)
Vickers 
micro-
hardness
(PTR 
technique)
SHT NA 387 72 0.242 3.49 × 106 84.46 83.7
P300 300 392 82 0.463 2.60 × 106 120.46 92.1
P400 400 375 140 0.415 2.55 × 106 105.44 121.2
P500 500 392 201 0.339 2.77 × 106 93.32 200.6
P600 600 398 162 0.508 2.42 × 106 122.42 154.2
P700 700 401 135 0.587 2.70 × 106 158.63 133.5
Table 1. 
Thermal properties, Vickers microhardness, and thermal diffusivity of Kunial brass samples.
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chamber [20], with the simplification for the thermally thick and optically opaque 
regime [21] according to the following equation:
  V OPC =  A __f  e 
− √ 
__
 
f
 __
 f c 
  (4)
where A is a constant that contains geometric parameters including factors 
as gas thermal properties, light beam intensity, and room temperature,  f is the 
frequency scan, and  f c is the cutoff which separates thick and thin regimens. The 
cutoff is related to thermal diffusivity α and the sample thickness  l by the following 
equation [21]:
      α = π l 2  f c  (5)
3.2 Heat capacity
The thermal relaxation method was used to determine the heat capacity [8]. 
In the experimental setup, a thermocouple was connected to the back side of the 
sample. A laser light source of 450 nm wavelength was focused onto the sample sur-
face with a continuous incidence and uniformly. Conduction and convection energy 
losses were reduced by a vacuum disposal, thereby mainly ensuring a radiation heat 
transfer [22]. The temperature variation was determined by
  ΔT (t) =   P 0  ___η (1 −  e 
 −τ ⁄ T  ) (6)
where τ value is related to the heat capacity by
  ρ  C p =  
8𝜀𝜎  T 0 
3
 _____
 l m 
 (7)
and ε is the thermal emissivity, considered 1 in this case, and σ is the Stefan 
Boltzmann constant. T0 is the temperature, and lm is the thickness. The thermal 
conductivity is related to the heat capacity and thermal diffusivity by
                                       k = 𝛼𝜌  C p (8)
3.3 Photothermal radiometry (PTR)
Figure 5 shows the principle of PTR, where a beam of laser light is focused 
on a material. The radiation absorbed by the material penetrates a certain depth 
and becomes a wave of heat which propagates through the material. Using an 
infrared detector, it is possible to detect the signals coming from the thermal 
wave translated in amplitude and phase. In Figure 6 the experimental setup of 
photothermal radiometry technique is shown. PTR technique was used to obtain 
thermal images of alpha brass samples. A high-power semiconductor laser 
(450 nm wavelength, 300 mW) was used. The laser beam was collimated, and 
then it was focused onto the surface of the sample with a 40 μm spot size using a 
GRADIUM lens. The modulated infrared radiation from the excited surface was 
collected and collimated by two off-axis paraboloid mirrors, and then, it was 
focused onto a Judson Model J15D12-M204 HgCdTe detector, which was cooled 
by liquid nitrogen. The detector signal was amplified by a low-noise preampli-
fier, and then, it was sent to a lock-in amplifier SRS-850 which was interfaced 
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with a PC. XYZ microstages were used to obtain PTR amplitude and phase 
images [23, 24].
An area of 2×2 mm in each sample was scanned to obtain the thermal images. 
The PTR technique comprises the optical excitation of the sample with a modulated 
laser light source and the detection of the recombination-induced infrared emis-
sion. PTR technique covers the thermal infrared emission band from 2 to 12 μm. 
In PTR the amplitude and phase signals parameters were obtained from a highly 
focused laser beam, with a waist of 40 μm.
The thermal wave generated in the sample becomes attenuated at a distance μ, 
thermal length. Only information due to changes in the thermal properties of the 
surface of the sample is obtained. The thermal length is defined by
  μ =  √ 
___
 α __
𝜋f
 (9)
where  α is the thermal diffusivity of the sample and  f = ω / 2π .
The PTR amplitude signal generated in the sample due to the absorption of 
modulated laser can be described by the following equation (8):
  T (x, t) =   I 0  ____ 2ε  √ 
__
 ω
exp (− 
x __μ) cos (𝜔t −  
x __μ +  
π __
4) (10)
where  ω is the angular frequency, I0 is the laser intensity, x is the sample thick-
ness, and  ε is the thermal effusivity. The pre-factor in Eq. (10) is constant for a fixed 
modulation frequency  f = ω / 2π .
The PTR amplitude signal is proportional to the reciprocal of the thermal 
effusivity, while the PTR phase lag is proportional to the  x / μ term. The ther-
mal effusivity and the thermal diffusivity are dependent parameters from the 
thermal wave propagation which determines the material inertia. The thermal 
effusivity is a significant heating periodic surface and a heat transport parameter. 
It is representing the dissipated heat energy in the solid material depending on 
the temperature change at the beginning of the periodic warming process. The 
thermal effusivity is related to Eq. (9) by the diffusivity coefficient ( α ) , as shown 
in the following equation:
Figure 5. 
Principle of PTR technique for characterization of a material.
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  ε =  k __  √ 
__
 α =  √ 
____
 k𝜌c (11)
where k is the thermal conductivity,  ρ is the material density, and c is the specific 
heat at a constant volume.
3.4 Thermal properties
Lowest diffusivity and conductivity values that corresponded to the SHT sample 
are shown in Figures 7a and b. In Figure 7c the highest heat capacity value was 
for the SHT sample. The noticed behavior was that as diffusivity and conductiv-
ity increased, the heat capacity trended to decrease. This can be explained by the 
thermal treatment; due to the temperature increased, the grain size increased, and 
this had an effect on diffusivity and conductivity. The heat capacity decreased due 
to the PHT effect because intermetallic precipitates migrated to grain boundaries 
affecting the heat capacity.
3.5 Vickers microhardness and FWHM−1
Vickers microhardness results are shown in Figure 8a. The lowest value of 
Vickers microhardness corresponds to the SHT sample and the highest value to 
the P500 sample. Due to recrystallization and precipitation phenomena, as the 
PHT temperature increased, the Vickers microhardness decreased. The precipi-
tation had a little effect from 300 to 400°C. However, the P500 sample reached 
the highest Vickers microhardness value at 500°C. In P600 y P700 samples, 
the PHT temperature increased, and the microhardness decreased due to over 
aging.
In Figure 8b is shown that the FWHM−1 increased as the PHT temperature 
increased. As the Vickers microhardness decreased, the crystallinity quality 
increased. The lowest FWHM−1 value was at 400°C, and then, it trended to 
increase as the PHT temperature increased. The crystalline quality improved as 
the PHT temperature increased. In spite of the highest Vickers microhardness 
value being reached at 500°C (P500), higher temperatures caused that the Vickers 
Figure 6. 
Experimental setup of PTR technique.
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Figure 8. 
(a) Vickers microhardness and (b) FWHM−1 of brass samples with different thermal properties.
microhardness trended to decrease. A result of a diffusive process at 600°C was 
observed due to the slow cooling temperature. These diffusive processes produced a 
recrystallization, improving the crystalline quality.
Figure 7. 
Thermal properties of Kunial brass samples studied, (a) heat capacity and (b) diffusivity (κ) and conductivity (α).
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3.6 PTR images
In Figure 9 PTR images are shown. In Figure 9a, it is shown that the ampli-
tude increased as the PHT temperature increased until the highest signal of 
500°C. Subsequently, amplitude signals decreased as the temperature increased 
until the lowest value of 700°C. However, no large phase signal changes were 
observed in Figure 9b.
The highest Vickers microhardness and the optimum precipitation were pre-
sented in the P500 sample. The lowest Vickers microhardness was obtained in the 
P700 sample. The comparison among the Vickers microhardness and PTR ampli-
tude and phase signals is shown in Figure 10. Vickers microhardness trend is shown 
in Figure 10a. Figure 10b illustrates the amplitude behavior was similar to the 
hardness pattern, because the PTR signal was related to brass structural changes. 
The maximum PTR amplitude signal was reached at 500°C that is the optimum 
PHT temperature which corresponded to the maximum Vickers microhardness of 
the studied brass [25]. It is possible to observe in Figure 10c, that the phase signal 
Figure 9. 
Photothermal images experimental of brass samples, (a) amplitude and (b) phase.
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Figure 10. 
Comparison among (a) Vickers microhardness and (b) amplitude and (c) phase signals of PTR applied to 
brass samples.
behavior did not show large changes as in the amplitude signal. The highest PTR 
phase signal corresponded to the SHT sample, while the lowest PTR phase signal 
corresponded at 700°C. This means that the PTR amplitude signal was more sensi-
tive than the PTR phase signal, to observe the effect of the PHT temperature on α 
brass thermal, structural, and Vickers microhardness properties.
4. Conclusions
The finite element method (FEM) offers an option for the solution of complex 
problems in engineering with a multiphysical profile and equations difficult to solve 
analytically. The model presented in this chapter, and developed on the COMSOL 
15
Analysis of the Absorption Phenomenon through the Use of Finite Element Method
DOI: http://dx.doi.org/10.5772/intechopen.86924
Multiphysics platform, is a basic approach to the application of the law of Lambert–
Beer applied to the phenomenon of the absorption of laser light in a material. Due to 
the multiphysics profile of the program, it is possible to complement the model with 
other modules of the platform as geometrical optical to modified characteristics of 
laser beam incident in the material.
In the program it is considered that the definition of the mesh is one of the 
key points to obtain a good simulation that its erroneous choice the design of the 
same can cost the execution time of the program, or in the worst of the cases a bad 
convergence, translated into erroneous results.
The phenomenon of light absorption influences materials differently, depend-
ing on their physical–chemical properties such as thermal diffusivity, density, 
conductivity, and heat capacity. In the experimental results shown, it can be seen 
that the thermal treatments that involve the absorption phenomenon induce 
changes in the mechanical properties of the materials, such as microhardness. As 
reported in the Kunial brass samples analyzed, the PHT affected its metallurgical, 
thermal, and mechanical properties.
A marked correlation was found between the FWHM and the diffusivity. The 
diffusivity increased as the FWHM-1 increased. The highest diffusivity corresponds 
to 700°C while the lowest to the SHT sample.
The PTR amplitude signal was more sensitive than the PTR phase signal to 
observe the effect of the PHT temperature on alpha brass thermal, structural, and 
Vickers microhardness properties.
It is clear that the theoretical results obtained in COMSOL describe temperature 
variations as a function of the penetration depth of the incident radiation in the 
material, which in turn depends on factors such as the incident power. Because in 
the photothermal radiometry technique the thermal wave captured by the detec-
tor is translated as amplitude and phase signals, it is not possible to correlate both 
results. However, it is clear that a finite element analysis such as that offered by 
COMSOL offers the advantage of inferring the behavior of the variables involved in 
the process.
Among the possible improvements to the program are the inclusions of the 
modulation of the light source, which is a very important factor in the photothermal 
radiometry technique (PTR). The thermal wave generated in the material is very 
weak and necessarily requires an amplification. Without the modulation of the light 
source, the amplitude and phase parameters describing the thermal wave would not 
be possible to capture due to the amount of interference present in the medium. It is 
important to mention that the modulation frequency of the incident beam directly 
influences the penetration length in the material and consequently the propagation 
of the thermal wave.
With a more detailed theoretical–experimental analysis, it is possible to arrive at 
a comparable result between both parties, either by making measurements directly 
from temperature variations in the samples analyzed or by defining the variables 
and conditions in the program that allow obtaining the parameters of amplitude 
and phase of the generated thermal wave.
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